
WMPH 

CRT5742 P4345T 

Certificate of Calibration 

SPECS3 

Speed Enforcement Zone 

"I confirm that the Average Speed Enforcement Zone described below has been calibrated to the documented 

parameters as recorded below using measurement devices calibrated to National Standards in accordance with 

the Home Office Type Approval for the SPECS3 device 

All parts and components used in Device Serial Number: E1201382546 

including any replaced are identical to those used in the device as Type-Approved" 

Signed by: 

Calibrating Engineer: 

Site Name: 

Site Code ref: 

Direction: 

Baseline Length: 

Date Measured: 

Michael Kirsch 

Product Design Director □

Stephen Pigden & Jeremy Greenwell 

A465 Baverstock to Hirwaun WB 

5400 

Westbound 

 
31/0112022 

Home Office Type Approval requires this device to be re-calibrated once eve,y 2 years. The Baseline distance is measured 
at the time of initial calibration and only re-measured if the road layout has changed. 

Calibration Date: 

Valid Until: 

31101/2022 

22/0112024 






